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FOREWORD 


This report was prepared by Dudley Observatory under 
contract NAS8-31359, ^’Development of a Microbalance Suitable 
for Space Application", for the George C. Marshall Space Flight 
Center of the National Aeronautics and Space Administration 
under the technical cognizance of Dr. Nicholas C. Costes of the 
Space Sciences Laboratory of MSFC. 
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1. INTRODUCTION 

The Tapered Element Oscillating Microbalance (TEOM)* is a 
new ultra-sensitive mass measurement device which is suitable for 
both particulate and vapor deposition measurements. It has many 
advantages over other micro-weighing devices and should be of interest 
to anyone involved in contamination measurements, surface reaction 
studies, particulate monitoring systems or any micro-weighing activity 
where either laboratory or field monitoring capability is desired. 

The TEOM is significantly different from other types of 
gravimetric or quartz crystal microbalances (QCM*s). The active 
element of the TEOM consists of a tube or reed constructed of a 
material with high mechanical quality factor and having a special taper. 
The element is firmly mounted at the wide end while the other end 
supports a substrate surface which can be composed of virtually any 
material. The tapered element with the substrate at the free (narrow) , 
end is set into oscillation in a clamped-free mode. A feedback system 
maintains the oscillation whose natural frequency will change in 

% 

relation to the mass deposited on the substrate. The mass sensitivity 
and frequency of a particular unit can be chosen at will by proper 
dimensioning of the oscillating tapered element. Unlike most other 
microbalances, the TEOM can be made inexpensively, is mechanically 
strong and is easily fully automated. The output consists of frequency 


* The TEOM is a proprietary device. 
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information in the 10 to 10 Hz region. A photograph of a typical 
instrument is shown in Figure 1. Wi'"h the unit illustrated here 
masses from a single monolayer to milligrams can be weighed with one 
to 10 sec. time resolution. 

In Older to demonstrate the advantages o': the TEOM for real- 
time particulate monitoring, for example, a comparison with a QCM 
is useful since QCM’s are currently used for particulate detectors 
in commercially available instrumentation. 

QCM*s, as they were used originally, have typically been 
restricted to the measurement of uniformly deposied thin films. The 
necessity for a uniform layer deposition is due to the variation of 
mass sensitivity across the QCM surface, and the requirement for a 
thin film is dictated by the need for sufficiently strong adhesive 
forces so that no displacement occurs between the QCM surface and the 
deposited sample as a consequence of the high surface acceleration of 
the device. Thick layers lead to saturation effects. In order to 
monitor deposition of particulate material, an oil coating is needed 
on the crystal surface to bond the particulates. Since the QCM is. not 
uniformly sensitive to mass across its surface, a narrow impaction jet 
is used to deposit particles at a particular location and thus allow 
a meaningful measurement. The utilization of a small impact site results 
in site saturation effects when the particle density becomes too high to 
have additional material bond properly. 










- 4 - 


The TEOM, on the other hand, is inherently very suitable for 
particulate measurements since its surface acceleration is orders of 
magnitude below that of a QCM, and it is uniformly sensitive to mass 
across the entire substrate surface. This eliminates the need for a 
narrow impaction jet allowing a relatively large surface area available 
for particle capture v;hich, along with a low surface accelc*.ation, 
drastically reduces saturation effects and enables the measurement of 
larger particulate masses. Furthermore, virtually any type of substrate 
can be used (filters, oil coated surfaces, reactive surfaces, etc.). 

The substrate can also be removed and taken for laboratory analysis. 

The collected particles could then be investigated by scanning electron 
microscopy for particle sixes and shapes and by x-ray energy dispersive 
analysis for elemental composition. 

The TEOM, although highly sensitive, has a sufficiently large 
dynamic range due to its low susceptibility to saturation, to allow 
unattended sampling for long periods of time. It can be used as a dust 
fall monitor or it could be as a detector in an impactor. A network of 
such monitors tied to a central monitoring and control station, for 
example, could enable real-time mass concentration measurements of 
airborne particulates over an extended ar^?a with a minimal manpower 
requirement . 

In the first field application of the TEOM, it was used as the 
detector in a micrometeorite collection experiment flown on a high 
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altitude balloon. The instrument was placed at the bottom of a 24* 
diameter funnel and launched to an altitude of 80,000 feet. A 
photograph of the device in place under the funnel is shown in 
Figure 2, The data was telemetered to a ground station during the 
flight and recorded on a real-time basis. At the termination of the 
flight, the unit was ejected and parachuted down from the balloon 
altitude. It was recovered without damage along with the collected 
particles which are now available for laboratory analysis. A portion 
of the results from this flight is shown in Figure 3. 

There are many applications for this new device which range from 
real-time monitoring of particulate concentration in the ambient air 
to vacuum deposition measurements and thermogravimetric analysis. 
Instruments delivered under this contract are being evaluated by 
Marshall Space Flight Center for use as a contamination monitor on 
board the Space Shuttle. 

1.1 Essential Features of the TEOM - The first model of a TEOM 
was delivered to MSFC at the end of October 1975. Figure 4 shows the 
essential components of the device and a block diagram of the electronic 
feedback system. Also shown is a thermistor which in the first model 
was placed within several millimeters of the oscillating tapered element 
to monitor the ambient temperature within the cylindrical envelope of 


the device. 
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1.2 Experimental Experiences - This first device clearly 

demonstrated the feasibility and potential of the instrument. The 

sensitivity of the device was determined to be approximately 

5 X 10*^g/Hz. Since the frequency resolution was in the order of 

-8 

0.001 Hz the mass resolution capability v/as 5 x 10 g. Measurements 
with single particulate masses demonstrated accurate and reproducible 
results . 

Extended testing of the device, however, revealed a number of 
apparent problems. These can be described as follows: 

1. Frequency instabilities - These included short term fluctuations 
of the order of a few millihertz and long term drifts of varying 
magnitude and unpredictable nature. 

2. Frequency dependence on amplitude - Although this is expected 
for any oscillator with anbarmonic potential terms, it is desirable to 
reduce this effect to obtain the highest mass resolution possible. 

3. Frequency shifts with variation of the harmonic content of 
the driving voltage in the feedback system - When the preamplifier 
bandpass was changed, the frequency of the device at constant mass loading 
would shift. Also, the fiber would tend to change amplitude and reach 

a stable oscillation only when the driving waveform had a high harmonic 
content . 

4. Lack of frequency and temperature correspondence during 
temperature changes - The frequency of the device at constant mass 
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loading did not track properly with the temperature reading of the 
thermistor during temperature transients. This made mass measurements 
under any but equilibrium conditions inaccurate. 

5. Mechanical Shortcomings - In working with the device, fiber 
adjustment and removal proved to be inconvenient and cumbersome. 

There are basically two approaches to deal with these problems. 

One approach is to avoid these difficulties by many calibration 
procedures, or one can work toward an understanding of the reasons for 
these problems and try to correct them in a more fundamental way. By 
taking the second approach, it was felt that the instrument could be 
reduced to its simplest and most stable mode of operation. 

It was noticed that all the changes which were introduced during 
experimentation were coupled with amplitude changes. In order to separate 
the interrelated effects, it became apparent that the introduction of 
an amplitude control system was a necessary step. 


2. AMPLITUDE CONTROL STUDY 

2.1 Development of a Detector for the Mechanical Amplitude of 
the Fiber - In Figure 5, thu frequency dependence on amplitude is shown 
for a typical device. As an indication of fiber amplitude, the 
preamplifier (Keithley lOJA) output which is an indication of the 
phototransistor output is used. From the frequency dependence on the 
amplitude shown in the f igur , one can extract the expression ^ j f j/s A = 10 
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If one wishes to maintain a frequency resolution of 10 ^ Hz, 



This implies that for this frequency resolution the amplitude must be 

_ o 

controlled to A A 10 or 0.17o. The indication of the pinhole 
A 

signal in Figure 5 will be explained shortly. 

The control of the amplitude to within 0.1% requires a sustantial 
effort. It should be emphasized that the goal is not to maintain the 
output of the phototransistor constant, but to keep the mechanical 
amplitude of the fiber under control. The reason is that the output of 
the phototransistor may vary (due to temperature changes for example) 
as well as the outputs of the photodiode and the amplifier. However if 
a means could be devised to keep the mechanical amplitude constant, than 
the variations in the electrical components are bypassed. 

In Figure 6, the principle of the mechanical amplitude detector 
is explained. The section of the figure labeled (A) shows the functional 
arrangement of the essential parts of the amplitude detector. The 
radiation from a photodiode backlights th-i vibrating fiber. A lens 
projects the shadowed image of the fiber onto an opaque screen in which 
contains a pinhole of approximately lOO^t/ m diameter. The light which 
enters the pinhole is registered by a phototransistor behind the pinhole. 
The pinhole is offset from the rest position of the fiber. When the 
image of the fiber oscillates with an amplitude commensurate with the 
offset of the pinhole as shown in (B) , the light through the pinhole is 
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modulated as indicated in (D) . This corresponds to the fiber 
oscillation shown in (E). In (B) , the motion of the fiber image is 
shown in its extreme maximum amplitude positions indicated by (1) and 
(4). Since the pinhole signal depends only on the relative position 
of pinhole and fiber image, a representation utilizing a fixed fiber 
reference as shown in (C) is useful. The different positions (1) - (7) 
are indicated, and the corresponding pinhole signals are shown in (D) . 
Attention should be drawn to the signal at (4) whose amplitude is 
dependent upon how much of the pinhole is uncovered during the positive 
maximum of the fiber oscillation. Since the lens amplifies the fiber 
diameter, the signal at (4) is a very sensitive indication of the 
maximum fiber position and thus of its amplitude. The absolute value 
of the signal at (4) is also dependent on the output of the photo- 
electronics and proceeding gain stages. However, the rat jo of the signal 
at (4) is solely dependent on the mechanical amplitude of the fiber and 
is not influenced by variations of electronic components. This is the 
pinhole signal ratio referred to in Figure 5. A series of oscillographs 
demonstrating the effect of different fiber amplitudes on the pinhole 
signal is shown in Figure 7. 

The utilization of this detection system for the mechanical 
amplitude in an amplitude control system is explained next. 

2 • 2 Amplitude Control System Electronics 


2.2.1 System Layout - The basis underlying this control technique 
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is that the amplitude of the pinhole secondary pulse Is functionally 
related to the mechanical amplitude of the vibrating fiber and that 
information derived from this signal can be used to control the drive 
level to the fiber and thereby control its amplitude. 

As seen from Figure 7, the pinhole signal is composed of a large 
flat-topped portion and a small secondary pulse. The saturated pinhole 
signal is very nearly in phase with the positive-going half of the main 
signal; the secondary pinhole pulse nearly coincides with the negative- 
going portion of the main signal; and these phase relationships are 
Independent of signal amplitude. 

The overall electronic system based on the pinhole technique 
described above is shown in block diagram form in Figure 8. For a 
first look it is convenient to subdivide the diagram into a few sections. 
The top row represents the main signal path used to actually drive the 
fiber. This is the signal to be controlled by the rest of the system. 

The pinhole signal is processed by the next two rows in the diagram. 

From this signal an error signal is derived and used to correct the main 
signal amplitude. The bottom row of the diagram represents "housekeeping" 
functions of the control system derived from the main and pinhole signals 
and the actual control function generator. 

2.2.2 System Description - The main signal, in addition to being 
used to drive the fiber through a feedback loop is processed to provide 
timing for the control functions. The amplified main signal is converted 
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to logic compatible switching tuncA \n by means of a zero-crossing 
detector. This detector is simple .. high speed comparator using a 
ground reference as one input. ■ comparator output switches 

instavitaneously (< I L' the Ov and +5v stable states 

depenJiiu^ upon whetheiT i: • i: :ial input is less than or greater than 
the reference input. Ccv^pared to the main signal period of 10 msec, 
the switching delays ar*: completely negligible. 

The pinhole detection scheme is most sensitive when the secondary 
pinhole signal was about half the amplitude of the flat- topped pinhole 
signal. The control portion of the system was therefore designed to 
maintain the pulse amplitude between two arbitrarily close preset voltages 
near the point where the ratio of the secondardy pulse amplitude to the 
flat-topped amplitude was one half. 

The secondary pinhole pulse contains the information necessary to 
control the fiber amplitude, it is therefore necessary to separate the 
secondary pulse from the saturated signal. This is accomplished by using 
a gate pulse derived from the negative portion of the main signal. A 
field effect transistor in series with the plnuole signal amplifier output 
is turned on and off by this gating pulse so as to allow only sampling 
of the secondary pinhole signal. In order to mlninize fluctuations due 
to possible stray noise pulses in the system, the output from the FET 
series switch is applied to a low pass RC filter to provide a iiltered 
DC output signal representative of the average value of the pinhole pulse 
signal. 
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A second FET series gate, Limed to coincide with the flat-topped 
pinhole sigt.al and followed by filtering and gain conditioning was used 
to generate the reference voltage for the system (V reference on block 
diagram). Comparators are then used to detect the **less than minimum** 
and ’’greater than maximum” error conditions with the no error condition 
fulfilled when the secondary pulse amplitude was approximately half the 
flat-topped pinhole signal amplitude. 

Both comparator outputs are gated and fed to the inputs of 
monostable multivibrators (compare blocks in the diagram). When either 
comparator output is high during gate time (they cannot both be high 
simultaneously), the corresponding multivibrator transmits one and only 
one pulse to an input of an up-down counter. The counter in turn is 
used to set the output of a DAC (digital to analog converter) which 
generates the actual control voltage used to control the drive level to 
the fiber. 

A further consideration for the control system is that the time 
constant of the control voltage generator (the DAC) be at least 
approximately matched to the mechanical time constant of the vibrating 
fiber. Measurements of the fiber time constant indicated a time of 
several seconds in response to a small (17*) change in drive level. The 
pinhole signal amplitude, on the other hand, is gated once during each 
fiber period, or at a rate of about 100 Hz; therefore the up-down counter 
controlling the DAC would be overdriven by a direct input from the 
comparator one shots. The result of this overdrive would be that the 
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system would be continually ‘‘hunting** a stable amplitude condition. 

This difficulty was eliminated by a divide by N counter which allows 
incrementing the DAC output comparable to the fiber time constant. 

2.3 Experience with the Amplitude Control System - With a bench 
version of the amplitude control system installed, it was expected that 
a highly stable frequency would result. We found however that frequency 
jumps in the order of 10 millihertz occurred in a completely 
unpredictable fashion unrelated to any deliberate parameter change. 

Since these instabilities were introduced by the incorporation of the 
amplitude control system, and since the amplitude control system is 
linked in a critical way solely through the relative position between 
the pinhole and the fiber, it was concluded that a mechanical instability 
was causing the undersirable effect. If the fiber shifts with respect 
to the pinhole, the control system will readjust the amplitude to a new 
value to satisfy the preset signal ratio. This results in a frequency 
shift. 

The source of the mechanical instability was found in the mounting 
of the fiber and the support structure on what originally appeared to be 
a sufficiently solid connector insert as illustrated in Figure 9a. In 
reality the support arms could move very slightly with respect to the 
fiber. In order to fix the relative position between fiber and the support 
structure and to improve the mechanical stability of the design, a fiber 
support platform as illustrated in Figure 9b was introduced. This 





- 24 - 


alleviated the problem and served an additional benefit by making 
the adjustment and removal of the fiber much more convenient. 

The next problem which was addressed concerned the influence 
of bandpass settings in the feedback system to the frequency. Since 
there was a dependence on the bandpass, the fiber oscillation was 
apparently influenced by higher harmonics in the drive signal. The 
obvious thing to do was to eliminate the harmonics by narrowing the 
bandpass of the amplifier. It was observed that the gain of the 
amplifier which was now controlled by the amplitude control system 
was rapidly increasing with decreasing bandwidth until finally there 
was not sufficient gain in the system to sustain the oscillation of 
the fiber. This clearly indicated that the fiber was not being driven 
by the fundamental excitation frequency. This pointed out that the 
feedback system was not providing an appropriate phase relation for 
the fundamental to drive the fiber. For this reason an amplifier was 
constructed which included a turnable filter with the effect that at 
the resonant frequency, fo, of the filter a phase shift of 90° would 
result, for f > fo, a phase shift greater than /2 would occur while 
for f fo, the phase shift was smaller than ^ /2. After this was 
accomplished, it was discovered that the frequency dependence on 
amplitude was a function of the phase shift. Some results are shown 
in Figure 10. 

There are a number of advantages in providing a 90^ drive to the 




FREQUENCY AS A FUNCTION OF AMPLIT'JDE FOR 
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fiber. As is apparent from the results shown in Figure 10, the 
frequency dependence on amplitude is drastically reduced so that the 
stringent requirements for an amplitude control system can be relaxed. 

Aside from this benefit, the driving of the fiber with the 
fundamental frequency at 90® results in the fiber oscillating at its 
natural resonant frequency wi«'hout being **pulled**. This is evident 
by mechanically pulsing the fiber and measuring its frequency as its 
oscillation decayed without a feedback system and comparing this to the 
frequency under steady-state conditions with feedback. 

Furthermore the energy transfer is most efficient with the *^72 - 
shifted drive resulting in the reduction of the driving potential both 
on the peak to peak voltage delivered by the amplifier to the fiber 
and a reduction of the dc electric field on the capacitor plates. The 
reduction of the plate voltage which was originally - 300 vdc was 
reduced to ^ 100 vdc. 

3. THE INFLUENCE OF GRAVITY ON THE FIBER FREQUENCY 

Experimentally it was noticed that the frequency of the fiber 
depended upon the orientation of the device with respect to local vertical. 
This can be understood by considering the potential energy storage of the 
device during vibration. In Figure 11, the fiber is illustrated 
oscillating in an upright and inverted situation. The potential well 
that determines the resonant frequency of the fiber is the total potential 
consisting of the elastic potential of the fiber and the gravitational 
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potential of the effective mass of the oscillating element. In 
an upright position the total potential has a smaller curvature than 
the elastic potential and hence the lowest frequency results when the 
device is upright. On the other hand, the total potential has a 
larger curvature than the elastic potential in the inverted position 
resulting in the highest frequency of any orientation. In the 
horizontal position the gravitational potential is ineffective to a 
first order resulting in a frequency which is representative of the 
elastic potential alone and which also would be expected under zero 
gravity conditions* 

Consequently, in terrestrial application, one should take care 
of the fiber orientation or simply leave the orientation unchanged 
between measurements. 

4. THE TEMPERATURE DEPENDENCE OF THE FREQUENCY 

4.1 Steady-State Condition - When the oscillating element 
undergoes a temperature change, a change in frequency results. The 
relation between temperature and frequency is linear as can be seen in 
the data shown in Figure 12. Although df/dT depends upon loading for 
a given fiber, the quantity 1/f df/dT is a constant. For vycor fibers, 
we have found that the temperature sensitivity of the device can be 
represented by 1/f df/dT -^9 x 10*^ (®C)"^. Therefore when the device 
undergoes a temperature change, the frequency can be normal izeu i a 
base temperature by the expression: 


f - 9 X . 



T 
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The temperature sensitivity, 1/f df/dT, is characteristic for 
the fiber material. It arises from the interplay of the expansion 
coefficient of the material, the taper of the fiber and the dependence 
of the elastic properties on temperature. It should be possible by 
utilization of these parameters to attenuate the temperature sensitivity 
of the device. This is important for high sensitivity devices. For a 
device with a frequency at 100 Hz, a frequency resolution of 10*^ Hz 
(10*^g region) would require a temperature resolution of 0.01 ®C, 

This amounts to an effective limit on the mass sensitivity of the device 
unless the temperature sensitivity is reduced. A significant reduction 
of temperature sensitivity can be accomplished in future units. 

4.2 Temperature Transient Condition - When the fiber temperature 
is changing during frequency measurements, the relation between the 
temperature and the frequency becomes more complicated. Initially, it 
was felt that a thermistor placed near the fiber as shown in Figure 1 
and Figure 13a would be reprejentative of the fiber temperature since 
the essential parts of the device are housed in a metal cylinder which 
tends to minimize thermal gradients. Experimentally, however, it was 
found that this arrangement did not allow the achievement of a 
satisfactory relationship between temperature as indicated by the 
thermistor and frequency as determined by the fiber temperature under 
transient conditions. 

A different approach was chosen. It was recognized that the heat 
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transfer to the fiber is controlled more by conduction through the 
fiber base than through the ambient gas (or radiational exchange in 
vacuum). Following this reasoning, the thermistor was epoxieo to the 
fiber base as high as possible but in a position which did not interfere 
with the fiber oscillation. It was found that a straight-forward 
relationship exists between the thermistor temperature and fiber 
frequency. Essentially, the fiber frequency was found to lag the 
thermistor reading by a constant delay time (for a particular assembly) 
in the order of 1% min. (See Figure 13b.) 

The results for a typical device are shown in Figures 14 and 15 
where frequency vs time and thermistor temperature vs time are plotted. 
From this data a delay of 1.4 min. was determined. In Figure 16 the 
reduced data is displayed showing that even for significantly different 
cooling and warm-up rates the correspondence between the thermistor 
reading and the fiber frequency is established to a high degree of 
accuracy. (We should emphasize that when conducting tests of this nature 
care must be exercised due to the high mass sensitivity of the device to 
insure that no condensation or evaporation takes place on the substrate) 

5. OPTIMIZATION OF TEOM PARAMETERS 

In the construction of a TEOM, there are many parameters which 
can be varied in a controlled way. The device is capable of measuring 
both particulate and film depositions. The considerations for one type 
of measurement does not necessarily apply for the other. The emphasis 
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for the units which have been built for MSFC, however, has been 
placed on particulate measurements although they are usable for thin 
film deposition as well. 




5.1 Frequency Considerations - The selection of <in operating 
frequency for a TEOM involves a number of considerations. For the 
purpose of particulate measurments the overriding concern is on the 
surface acceleration which the substrate imparts to the deposited 
particles. The resulting force on the particles must be smaller than 
the adhesive force. Since the surface acceleration is proportional to 
f^y a low frequency is to be preferred. Although this represents the 
major consideration for the frequency choice for these balances, other 
aspects should be considered as well. In particular, problems with 
external vibrational noise are best solved by utilization of a high 
resonant frequency for two reasons. First the power spectrum of local 
vibrational noise usually decreases with increasing frequency, and also, 
shock mounting of the device is much simpler for higher frequencies. 
With these contradicting demands on the resonant frequency of 
the TEOM in mind, a compromise was cp'^de by selecting a frequency in the 
order of 100 Hz. This frequency is also sufficiently removed from 60 
and 120 Hz which aids in the avoidance of 60 cycle pickup by electrical 
components of the device. 


5.2 Fiber Parameterization - Fiber parameterization is Important 
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so that the operating characteristics (resonant frequency and 
sensitivity) of a particular fiber can be ascertained before it is 
considered for use and mounted in a balance. In order to accomplish this, 
the TEOM system was viewed as a vibrating system in which the resonant 
frequency is linked to the effective mass of the fiber and the mass 

load by the following expression: 

o Ko K 

= (K„= t) 

M4Mq o 47T^ ' 

where K = force constant 

M = mass load (substrate and added mass) 

Mq= effective mass of the fiber 

Using this approach, two basic fiber parameters are required, and 
M^. A technique has been developed to obtain these values for a 
given fiber. 

In Figure 17 the dimensions of a typical fiber are shown. The 
fiber cross-section is elliptical so that oscillation will take place 
in one plane. The dimensions of the major axis and minor axis are 
shown as a function of length. The initial length of the fiber was in 
the order of 65mm and was cut in steps indicated by the dashed lines in 
the figure. After each cut, the natural resonance of the fiber was 
determined with and without a known mass load. From these two 
frequencies, and for that particular fiber length are readily 
•omputed. A plot of vs length and vs length are shown in Figures 
18 and 19 respectively. Kq shows a strong dependence on fiber length 
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while the effective mass M does not* These curves can be 

o 

extrapolated to shorter lengths so that and ( and therefore 
the frequency of fiber) can be predicted for any length and mass 
load. Equally important however is the determination of the sensitivity 
of the fiber. This can also be accomplished from these measurements. 

The sensitivity of a fiber is related to the frequency shift, 

A f, which results from a mass change, ^ M. However, it is not the 
absolute calue of Af which is important here, i.e., a Af of 10 Hz 

3 

at an operating frequency of 10 Hz represents a lower sensitivity than 
a change of 10 Hz for a device operating at 20 Hz, For the TEOM system 
which uses period averaging counting techniques, any frequency can be 
determined to 1 part in the operating frequen^'.y of the crystal in the 
counter, typically 10 MHz, or 1 part in 10^. Consequently, sensitivity 
is related to relative frequency change, /3f/f, 

By differentiation of the above equation, one finds 

^ _ i ^ • 

f 2 

o 

This means that the sensitivity of a fiber depends oi ly upon the effective 
mass of the fiber and the substrate mass. The value serves only to 
set the operating frequency of the device. This can be shown graphically 
in Figure 20 where mass load is plotted as a function of frequency for 
a fiber whose length was chosen to provide three factors of ten changes 


in Kq. 






5.3 TEOM Sensitivity - Since a TEOM can provide both 


particulate and thin film measurement capability, two types of 
sensitivity can be discriminated - a “particulate*’ sensitivity and 
an **area** sensitivity. The particulate sensitivity is defined as 
the relative frequency change per gram of added mass, A^^ g. For 
fibers with different values the particulate sensitivity is shown 
in Figure 21 as a function of substrate mass. Also shown is the 
corresponding substrata diameter assuming a substrate area density 
of 3mg/cm^. This corresponds to aluminum foil of thickness. 

For a fiber with = 3 x lO’^g, a 5mm diameter substrate will yield a 
g = 6 X 10^. This means that for a device operating at 100 Hz, 

a of 1 millihertz corresponds to a mass change of 1.7 x 10*®g. 

Similarly the area sensitivity can be defined as the relative 

change in frequency per gram per cm^, /-S- where the area is the 

f 'cm^ , 

area of the substrate. A series of curves for area sensitivity are 

shown in Figure 22. For a fiber with Mq = 3 x lO'^g and a 5mm substrate 

diameter, the area sensitivity, » 120. Operating at 100 Hz, 

f f cm* 

a 1 millihertz frequency change corresponds to 8.3 x 10’®g/cm^. 

Although the original microbalance delivered to MSFC had a 
substrate diameter of 10 mm, 5mm substrates have now been chosen for 
the most recent instruments delivered to MSFC (October 1, 1976). By 
examination of the sensitivity curves, a change from 10 mm diameter to 
5 mm increases the particulate sensitivity by about a factor of 3 while 
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the area sensitivity suffers by a decline of only 30%. 

5.4 Substrate Design - The original substrate for the TEOM was 
mica, but it is one of the advantages of the TEOM that many other 
substrates can be used as well. For the present systems delivered to 
MSFC aluminum substrates are used. In order to improve the stiffness 
of the aluminum a conical structure was chosen as illustrated in 
Figure 23. The dimensions have been computed in such a way so that 
the point where the table is attached to the fiber corresponds to the 
center of mass of the substrate. This helps to prevent the development 
of moments during fiber oscillation. 

6. DESCRIPTION AND PERFORMANCE CHARACTERISTICS OF THE TEOM 
INSTRUMENTATION 

Under the second phase of this contract three improved TEOM units 
have been delivered along with a functional prototype of a total 
electronics package. 

Operating instructions are supplied in Section 3. 

All three balances are interchangeable with the electronics package 
and ha^’e been designed and constructed to perform with almost identical 
performance characteristics. The units have aluminum substrates as 
illustrated in Figure 23. These substrates are attached to the fiber 
with nitrocellulose and have been designed with exchangeability in mind. 
The exchange procedure for the tine being is a relatively critical 
manual operation and has not yet been automated. It is therefore 
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recommend that no substrate exchange be attempted by MSFC personnel. 

The three units (G, H and I) are almost three times as sensitive 
as the unit delivered last October (1973) as a result of the improvements 
during the second phase of this contract. The operational cbiracter istics 
are summarized Ln ^he following table. 


Basic 

Unit 

Ko <8 

Mo (g) 

(rain) 

l/f (VS 


TEOM Data for the 
G 

10.404 

1.021 X 10’^ 
1.7 

9.0 X 10-5 


Supplied Units G, 
H 

10.876 

1.026 X 10-3 

1.8 

9.0 X 10-3 


H and 1 

^ I 

10.175 

1.011 X 10'^ 

1,5 

9.0 X 10‘3 


Under laboratory bench conditions the units demonstrate a 
frequency resolution of better than 10"^Hz. The packaged electronics 
however has been designed for mlllihertz resolution as per the contract 
specifications and available funding. Mlllihertz resolution at the 
resonant frequency of the units is equivalent to less than 2 x 10 '’g. 

7. RECOMMENDATIONS 

The following recommendations are made for the further development 
of the TEOM. 


* 
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A) Stabilization under varying If the TEOM is to be 

operated under different prrssure situations, then a 
means to automatically compensate the drive level to 
the fiber should be incorporated. 

B) Easier exhangeability of substrates Although substrates 
can be exchanged manually at presout, an automatic or semi- 
automatic device should be available to make this task easier. 

C) Incorporation of the TEOM with an impactor. The current 
device is intended as a dust fall monitor for shuttle, but 
it also holds great promise as the detecting element in a 
multistage impactor arrangement which would allow size 
distribution and mass concentration measur erne. its of airborne 
particulates. 

D) Electronics optimization and packaging. The electronics 
package delivered to MSEC (6**x6**x6**) is larger than necessary 
and should be reduced. Also a means to provide a 90® phase 
shifted drive signal over a wide frequency range should be 
introduced. Other features such as an LED readout of 
frequency and logic to convert frequency measurements into 
mass should also be incorporated if the electronics package 
is to be used in other than a shuttle comparable <^ystem. 

E) For mass measurements at either high or low temperatures 
(i.e. beyond the operating liuiits of the solid state optical 


# 
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components) the system can be designed such that the optical 
components are removed from the immediate vicinity of the 
oscillating element and thus protected from extremes in 
temperature. For very high temperature applications, other 
fiber materials (such as sapphire) may prove desirable. 

8. OPERATING INSTRUCTIONS FOR THE FUNCTIONAL PROTOTYPE OF THE 
TEOM DUST FALL MONITOR 

8.1 Introduction - The TEOM monitoring system is designed to 
measure mass depositions on a 5mm diamter aluminum substrate. This 
surface is located at the end of a specially tapered fiber which is 
maintained in oscillation by a photo-optical-electrostatic feedback 
system (see Figure 4). The frequency of the oscillation of the tapered 
fiber is used to determine the mass on the collecting surface. The 
microbalance is housed in a cylindrical envelope (approximately 1^*' in 
diameter and 4” long). The cap on the top of the cylinder can be removed 
to open the unit and expose the substrate. The bottom of the balance is 
a modified MS series connector which fits into the electronics package. 

AH the necessary support electronics is housed in 6”x6**x6*' 
package. Included in the package is an amplifier, period averaging 
frequency counter, temperature monitor, power supplies and **handshake” 
control circuitry. 

8.2 Operation Instructions - See Figures 24, 25 and 26 for 


location of the connectors referred to below. 
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1. Plug one of the three interchangeable TEOM units in the 
connector J1 on top of the electronics package, or supply a connection 
with a cable between the electronics package and a TEOM unit. (The 
phototransitor output line must be shielded. A schematic is included 
which indicates the appropriate pin connections). 

2. Wherever the TEOM unit is operated provide at least a 1" 
to 2** foam pad for simple shock mounting. 

3. Provide 28 vdc to power plug, J3, of the electronics package. 

4. Connect readout devices to connector J2 for data retrieval 
(If necessary a voltmeter can be used to determine the state of each 

output pin). Data output for frequency information is composed of 24 
bits comprising three 8 bit words, tristate CMOS output TTL compatable. 
Temperature output Is 0-5 vdc analog. (A digital voltmeter is recommended 
for this measurement). 

5. To turn the unit on supply a +28 v pulse to pin f of connector 
J2. To turn off supply a +28 v pulse to pin g. A power-on inaicator 
light is located next to connector Jl. 

6. If desired, the output of the phototransistor which is repre- 
sentative of the mechanical oscillation of the fiber can be measured with 

an oscilloscope at the BNC connector, J5. This signal level is approximately 
0.15 to 0.2 V p-p. The fiber drive signal (amplifier ou’^put) can be 
monitored at the BNC connector, J4. This signal level is usually in the 
order of 100 v p-p depending on the gain setting of the amplified. This 
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gain has been preset and should not ordinarily be tampered with. The 
amplifier gain is controlled by a trimpot which is adjusted until the 
sinusoidal phototransistor signal is within the above mentioned operating 
range. Do not change gain settings during the time measurements are in 
progress. At no time should the unit be allowed to operate if the 
phototransistor signal shows any discountinuities or spikes. This 
would occur if the fiber and/or substrate is hitting against something 
usually due to an excessive amplitude. See Figure 25 for the position 
of J4, J5 and the amplitude gain adjustment. 

8 . 3 Frequency Interpretation 


Connector J2 


Pin n 

A corresponds to 2*^ 23 
B 22 
C 21 
D 20 


X 

Y 

Z 

a 


3 

2 

1 

0 


23 22 21 

N = Ax2 + Bx2 + Cx2 -I where A, B, 

either 0 or 1. N = total number of 10 MHz periods within 

1 Q 

Therefore, frequency of TEOM oscillation, f « ~ x 10 


C, etc. are 
100 TEOM cycles. 
( 1 ) 
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8.4 Temperature Calibration - 

A Fenwal UUB31J1 thermistor provided in the TEOM units is used to 
determine the temperature of the oscilla^ting element. The temperature is 
represented by an output voltage at pin h of connector J2. The resistance 
value of the thermistor is determined by this voltage by the following 
relation: 

R _ 1.60 X 10^ 

thermistor (3.023 x 10^) -1 

The resistan ce of the thermistor vs temperature is provided in the appended 
table taken from the data sheet provided by the manufacturer. (See page 59.) 

8 . 5 Frequency and Temperature Correlation - 


In all the supplied TEOM units the frequency changes as a function 
of temperature. The relation between corresponding temperature change, 

A T > and frequency change , ^ ^ , is given by the relation 


1 


= 9.0 X 10 


-5 


(3) 


f AT 

Through experimentation, it has been found that during temperature 
transients the frequency lags behind the temperature measurement supplied 
by the thermistor by a constant delay tiroe,”V , which is listed for the 
individual units in the TEOM data table. 

Since Che electronics package provides continuous temperature 


information but discontinuous frequency information, care must be excerised 
in correlating frequency measurements with temperature readings. Keep in 
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mind that the readout time for frequency is not the time when the frequency 
has been measured, and also remember that corresponding frequencies and 
temperatures are delayed by ^ where the frequency lags behind the 
temperature. By tailoring the delay time between the sets of handshake 
pulses to coincide with TT for a given unit, one can make the temperature 
and frequency correlation most convenient. 

In equation 3, and AT* pertain to corresponding quantities, i.e. 

AF is measured "Zr minutes after the measurement of 4T*. In a steady-state 
condition this correction can obviously be disregarded. 

8.6 Mass Evaluation 

The relationship between the mass on the substrate and the 
frequency of the TEOM is given by the relation; 

m = (4) 

f 

where is proportional to the restoring force of the fiber, Mq is the 
effective mass of the fiber and substrate table, and f is corrected to a 
reference temperature, T^. 

Since and Mq are constants for a particular fiber the mass, m, 
on the table can be determined. To determine a mass added on the substrate 
at any particular time, first measure the frequency without the mass or at 
the start of a deposition period. Use this frequency to compute any mass 
residue (or loss), m^, associated with the substrate which Is now acting as 
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a mass "background*'. With the mass to be measured on the substrate, 
determine the new frequency and compute a mass, m'. The added mass is 
then simply, 

III - (5) 

8.7 Mechanic_al Considerations - (Refer to Figures 27, 28, and 29) 

The TEOM units are built with exchangability of substrates and 
fibers in mind. 

The aluminum substrates are attached to the fibers with a minute 
quantity of nitrocellulose which is soluble in a variety of solvents. 

To exchange the table, the nitrocellulose is dissolved and the substrate 
can be removed. A new substrate can then be placed on the fiber. Since 
this procedure has not yet been automated in these units, it is strongly 
recommended that this exchange of tables be carried out by the manufacturer. 
Substrates may be cleaned by placing a small drop of isopropyl alcohol 
on them and immediately drawing off the fluid carefully with a corner 
of a piece of absorbent tissue paper. 

Fibers can also be removed and replaced. First unsolder fiber 
drive and thermistor connections at pins F, D, and at the ground line from 
pin H in the unit. Remove the capacitor plate holder on the si ^ of the 
slit in the top plate of the unit. On the same side, remove the photo- 
optics alignment bracket. Carefully unscrew the fiber platform and lift 
it with the fiber out of the unit while carefully guiding the fiber through 
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the slot in the top plate. Fibers should not be interchanged from 
unit to unit. It is again recommended that fiber removal and exchange be 
left to the manufacturer. 

8.8 Basic TEQM Data for the Supplied Units G, H. and I - 


Unit 

G 

H 

I 

(g HzS 

10.404 

10.876 

10.175 

Mo (g) 

1.021x10"^ 

1.026x10'^ 

l.OllxlO‘3 

'T (min) 

1.7 

1.8 

1.5 

1/f § (’‘c'j 

9.0x10"^ 

9.0x10'^ 

9.0x10‘5 


NOTE: The TEOM units can be used within a temperature range of 

from +40®C to -40^C. The electronics package is designed only as a 
functional prototype and it is recommended that it be utilized only 
under **on the bench** laboratory conditions. With the functional 
prototype electronics, no provision has been made for automatic gain 
control or automatic phase corrections for the driving signal. 

Consequently, the amplitude of oscillation will decrease and oscillation 
may stop if masses greater than 0.5mg are placed on the substrates. The 
balances themselves are capable of weighing a milligram load with 
appropriate gain and phase adjustments. 

8.9 Trouble Shooting Hints 

If the combined lEOM - Electronics package system is not functioning, 
the first step is to isolate whether the problem lies in the TEOM unit 
or the electronics package. Schematics for the electronics package are 



- 57 - 


provided at the back of this manual. 

1. With the TEOM removed from J1 check voltages at the 
connector. 

Pin J -100 vdc 

K +100 vdc 

E +5 vdc 

2. Insert a 100 Hz sine ware signal (0.1 - 0.2 v p-p) at 
pin A on Jl. Observe output at pin F. This should be a 
50 - 200 V p-p signal which is phase-shifted 90^ from the 
input signal at pin A. 

3. With that test signal, check the operation of the counter at 
connector J2 as per operating instructions (Sections 8.2 and 8.3) 

4. If the electronics package checks out correctly, the problem 
is most likely in the TEOM unit or in any extension cables 
used with it. Do not attempt to work on the TEOM unit. 

Return it for any repairs. 


8.10 


PARTS LIST 


TEOM Units * 

LED - Phototransistor 
Thermistor 


GE H13A1 
Fenwal UUB31J1 


Electronics Package 

All components within the electronics package are indicated 
on the schematics. 


* These units should be returned for any repairs and/or modifications. 
No attempt should be made to work on these units. 
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8.11 


CAUTION 


1. Although the TEOM units are vacuum compatable, no provision is 
made in the electronics of the functional prototype to compensate for the 
change in damping at reduced pressures. Damage to the fiber and/or 
substrate may result through an extreme overdriven situation. Do not 
operate the TEOM with this electronics package under reduced pressure. 

2. Keep unit capped when not in use. 

3. Do not clean substrate in solvents that will dissolve or 
soften nitrocellulose. 

4. Temperature stability measurements are only valid if the 
units are operated in a controlled environment which insures that no 
mass is evaporating or condensing on the substrate. These are extremely 

. Q 

sensitive units, 0.001 Hz corresponds to 2 x 10 °g. 
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